The S-ROM stem and its use with alternative bearings.
Many long-term studies of total hip arthroplasty (THA) show excellent results. This long-term success depends on many factors, including implant fixation and bearing surface wear. As THA is commonly performed on patients with a steadily increasing life span and activity level, the issue of wear has become critical. Advances in the wear properties of polyethylene have been significant, but, in the search for low long-term wear rates, hard bearing surfaces are frequently used.